INTRODUCTION
Sonoporation is a phenomenon where ultrasound increases cell membrane permeability. As a result, molecules that are otherwise deprived of transport mechanisms can be transported across the cell membrane. Transport through the membrane becomes possible for molecules with both small and large molecular mass [1] to [3] . If the cell remains capable of repairing the damage to the membrane and re-establishing a normal state, the phenomenon is called reversible sonoporation. If the cell dies as a consequence of ultrasound exposure, sonoporation is irreversible.
The mechanisms of in vitro sonoporation have not yet been fully explored, but are most often associated with cavitation. Cavitation is defined as the creation of new surfaces or expansion/contraction/distortions of pre-existing ones in a liquid [4] and [5] , and is strongly depended on gas content of the liquid [6] . Cavitation occurs when a liquid is subjected to rapid changes of pressure; therefore ultrasound could be the reason for its appearance [4] , [7] and [8] . Althought cavitation is usually related to gas bubbles in the extracellular fluid [9] , recently cell intramembrane cavitation has been proposed [10] . However, to control the effects of sonoporation and connect them with the transient or stable cavitation [4] , it is necessary to measure and control spatial and temporal ultrasound pressure.
Sonoporation was demonstrated using ultrasound waves of different frequencies. The most commonly used frequencies are those in therapeutic (1 to 3 MHz) and diagnostic ultrasound transducers (3 to 18 MHz) as well as lithotripsy transducers [11] . Nevertheless, several experiments have also been conducted with low-frequency ultrasound transducers (below 500 kHz).
Ultrasound frequencies above 1 MHz have been used in a number of studies where fluorescent dyes, genetic material and chemotherapeutic drugs were efficiently delivered into cells [1] and [12] to [15] . Less research has been done on low-frequency sonoporation using frequencies below 500 kHz, which has also been demonstrated with dye delivery [16] to [19] , genetic material delivery [11] and [20] and chemotherapeutic drug delivery into cells [21] . Regardless of the ultrasound frequency used in the sonoporation experiments; other ultrasound parameters needed for efficient sonoporation were reported inconsistently. Ultrasound pressure to which the cells are exposed is insufficiently reported; instead authors report on ultrasound intensity, energy or some other derived quantity [22] .
Sonoporation studies are usually performed on cells suspended in the growth medium. Different types of experimental systems have been developed for research of low-frequency sonoporation. Depending on the way ultrasound waves are delivered to cells, these systems can be divided into two groups: systems where the ultrasound transducer and cells suspension are in direct contact and systems where dish containing the cell suspension is submerged in a water bath.
Exposure with direct contact between the ultrasound transducer and cell suspension is achieved by directly inserting the ultrasound transducer into the dish with the cell suspension. In addition to custom made ultrasound transducers, transducers for mixing and homogenizing mixtures in laboratory equipment have also been used for exposure of cells [23] . In this cylinder or horn-shaped transducer, the piezoelectric ultrasound transducer is located in the upper part. The ultrasound propagates along the cone or cylinder, with the tip of the object inserted into a dish with the cell sample. This method has been frequently used due to its simplicity, but has several disadvantages. The exposure of the cells in suspension to ultrasound is non-homogeneous because the ultrasound transducer is only inserted into part of the cell sample. Moreover, the small sample size does not allow insertion of ultrasound measurement devices into the cell sample. Furthermore, the sample can heat up quickly.
In the experiments with an ultrasound transducer submerged in water, ultrasound propagates through water to a submerged dish (usually a laboratory centrifuge tube) filled with a cell suspension. The main drawbacks of this method are possible ultrasound reflections caused by centrifuge tube, which are usually neglected as tubes are made of ultrasound transparent materials [24] . Heating of the cell suspension is minimized due to heat dissipation in water. A hydrophone inserted into the water bath allows ultrasound pressure inside the bath to be measured, and therefore the cells can be exposed to known, previously measured ultrasound pressure.
The most important parameter in sonoporation experimental system is ultrasound pressure, which is usually measured by a hydrophone. The hydrophone responds to acoustic waves generating a voltage proportional to the acoustic pressure [25] . The hydrophone measures the combination of the incident ultrasound pressure and the pressure due to reflections from the bath boundaries. The incident ultrasound can be measured directly either by using measurements of pulsed ultrasound or by avoiding reflections. Measurements of pulsed ultrasound allow ultrasound pressure to be measured before the reflected waves reach the hydrophone [25] . This approach does not reduce reflected waves, but simply allows us not to measure them. On the other hand, lining the walls of the water bath with an ultrasound absorber reduces the amount of reflected waves; therefore, only progressive ultrasound propagation is obtained. Such exposure conditions have been frequently used in sonoporation experiments [2] , [20] and [26] , but the amount of wave reflection reduction in sonoporation exposure systems using absorbing lining has not been reported.
The aim of the study was to design a system for observing influence of low frequency ultrasound in sonoporation in vitro, with well defined ultrasound pressure at the position of the cell sample. We constructed and evaluated a water bath experimental system based on progressive wave ultrasound propagation. The evaluation was performed by acoustic pressure measurements and by a finite element numerical model. Good agreement of measured and calculated pressure will allow us to report verified spatial and temporal ultrasound pressure characteristics, and relate them to the effects on the exposed cells.
METHODS

Experimental System
A water bath with a length of 68 cm, width of 38 cm and height of 34 cm was filled with distilled water up to a height of 24 cm (Fig. 1 ). Ultrasound was generated using a prototype center bolt (Langevin type) piezoelectric ultrasound transducer [27] and [28] with an operating frequency of 29.6 kHz (Iskra Medical, Slovenia). The transducer was submerged in a water bath at a depth of 12 cm. Ultrasound pressure was measured with a piezoelectric hydrophone (8103 hydrophone, Brüel & Kjaer, Denmark) that was located on the central axis of the ultrasound transducer. Hydrophone positioning system allowed the distance between the hydrophone and transducer to be adjusted. The walls of the bath were made from Plexiglas ® . In some experiments the walls of the water bath were lined with the SA-J35 ultrasound absorber (Hangzhou Applied Acoustics Institute, China). According to the manufacturer this material decreases ultrasound reflection by 20 dB at a frequency of 30 kHz. 
Measuring Equipment
Ultrasound pressure in the water bath was measured using a calibrated 8103 hydrophone (Brüel & Kjaer,
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Denmark). The active element of the hydrophone is a piezoelectric transducer. The 8103 hydrophone is designed for measuring pressure changes with frequencies between 0.1 Hz and 180 kHz. The sensitivity of the hydrophone to pressure changes as a function of the wave frequency was supplied by the manufacturer. We used the sensitivity value 0.08764 pC/Pa, acquired at a frequency of 28 kHz. The hydrophone sensitivity changes by less than 0.5% when frequency increases up to 31.4 kHz. The hydrophone signal was amplified with a dedicated "Measuring amplifier 2525" (Brüel & Kjaer, Denmark). Real-time signal acquisition was performed by connecting the hydrophone output via the amplifier to a TPS 2024 oscilloscope (Tektronix, USA). Since the low-amplitude hydrophone signal may be distorted due to reflected waves or environmental disturbances, the signal acquisition was triggered by the voltage exciting the ultrasound transducer.
Measuring the Ultrasound Pressure
In order to study ultrasound reflection, we generated 8 periods of an ultrasound wave (29.6 kHz, power set to 50%) and measured the pressure with a hydrophone at a distance of 3.5 cm from the transducer. After measuring the amplitude of incident pressure over the first 0.6 ms, we measured the reflected waves from 0.6 to 10 ms. The measurement procedure was first performed in a bath with no absorbable lining. Then, the walls were lined with an absorber and the procedure was repeated. In both cases, the maximum amplitude of the signal was estimated. To evaluate the reduction of the reflection by the lining in the system, we evaluated an integral of absolute pressure from 0.6 to 10 ms, which represents the area of the signal. The reduction is presented as a ratio of the area of the reflections measured with and without the absorbable lining.
The spatial distribution of ultrasound pressure was evaluated by measuring ultrasound at the axial center of transducer while varying the distance between the ultrasound transducer and hydrophone using a manual positioning system. The distance between the ultrasound transducer and hydrophone was varied from 1.5 to 10 cm in steps of 0.5 cm. The walls of the bath were lined with the absorber. A continuous wave ultrasound (cw) with power setting at 20% was used. The absolute measured value of peak compression was the same as the absolute value of peak rarefaction pressure. Root mean square pressure (RMS) is given as the mean and standard deviation of nine measurements, performed on 3 separate days.
Interday measurements were taken in order to take into account an error resulting from repositioning of the measuring system and changing the concentration of the dissolved gasses in the water. The nonlinear regression model was fitted to the measured data and the coefficient of determination R 2 , was calculated using SigmaPlot 11 (Systat, USA).
Finite Element Model
The acoustic pressure generated in water by a composite Langevin type [27] sandwich transducer was modeled using finite element method (FEM) numerical calculations in Comsol 3.5 (Comsol Group, USA), by coupling structural mechanic, piezoelectric and pressure acoustic equations. The transducer's geometries (Fig. 2) were measured on a prototype transducer (Iskra Medical, Slovenia) that consists of two Lead Zirconate Titanate (PZT-4) elements sandwiched between the aluminum and the iron part. Three 0.2 mm adhesive layers were modeled between the metals and PZT-4 elements. The system was simplified by omitting the inner bolt and also the mechanical bias generated inside the transducer by the bolt. Material properties of the iron, two piezoelectric layers PZT-4, aluminum, and water were modeled using Comsol 3.5's material library. Additional three adhesive layers were described using Young's modulus (10 10 Pa), Poisson's ratio (0.38) and density (1700 kg/m 3 ).
The tension inside the structural mechanic model was obtained using alternating current (AC) conditions. On each of the piezoelectric elements voltage electrical boundary condition was applied; amplitude was set on 260 V and frequency on 29.6 kHz. This voltage condition corresponds to the voltage measured on the transducer with power on the voltage generator set to 20%. An electrical ground condition was applied to the other side of each piezoelectric element. The applied voltage induces mechanical stress σ inside the piezoelectric material as described by equations:
where ε is the strain vector, c E is the elastic stiffness matrix of the material under a constant electric field, e is the piezoelectric stress matrix, ε 0 ε rs is electric permittivity matrix under constant strain, E is the electrical field vector and D is the electrical displacement vector [29] . The stress and strain inside the transducer are calculated using the principle of virtual work [30] :
Movement of the solid domain boundaries was unconstrained, but the displacement of the boundaries was considered small; thus, there was no need to remesh the model during calculation. The acceleration a n of the transducer-water boundary in the normal direction n a (outward-pointing from the water domain) is a source of pressure changes in water p, and ∇p is pressure gradient:
The pressure p in the water generates force F n on the water/solid boundary to the solid domain in the normal direction n s (outward-pointing from the solid domain):
Ultrasound pressure in water was modeled using the homogeneous Helmholtz equation:
where p is pressure, ρ is the density of water, and c is the speed of sound in water. The equation was solved for a time-harmonic wave with an excitation frequency of 29.6 kHz. With arbitrary coordinate x, the pressure p becomes periodic with an angular frequency ω, and i as imaginary unit:
Therefore, the homogeneous Helmholtz equation simplifies to:
A perfectly matched layer was added on the far boundary of the liquid, which acts as a material where the loss factor increases, therefore damps the wave and does not cause any reflections on the boundary. Boundaries of the other materials are allowed to move without constraints.
To reduce the computational cost, the 3D model was reduced to a 2D axial symmetry model. The finite element mesh was generated with the maximum element size restricted to at least 1/5 of the maximum wavelength. Due to the low computation cost of axial symmetry, and in order to achieve high precision, we used denser mesh consisting of 2·10 5 triangular elements.
RESULTS
Measuring the Ultrasound Pressure
The measured pulsed signal can be divided into two parts. The first 0.6 milliseconds represent eight pulses of incident ultrasound with maximum pressure amplitude of 135 kPa. Reflections of pulsed ultrasound from boundaries are shown in Fig. 3 . Reflections with no acoustic lining are shown in Fig.  3a , while reflections using the acoustic lining on the boundaries of the water bath are shown in Fig. 3b . In both cases, the measurement of the incident pressure causes measurement saturations. We have therefore omitted the first 0.6 seconds from Fig. 3 . Fig. 3 thus only shows reflections. If no absorptive material is used, the maximum value of the reflected wave is 42 kPa or 31% of the incident pressure. The maximum value of reflection pressure using absorber is 7.8 kPa or only 6% of the incident pressure. Use of the absorptive material reduces the area of the reflected wave signal to 7.8% of the area of the signal acquired without the use of the absorber.
The effect of the distance between the ultrasound transducer and hydrophone on the effective value of continuous-wave ultrasound pressure was observed at distances from 1.5 to 10 cm. The largest effective value of ultrasound pressure was measured closest to the transducer at a distance of 1.5 cm: 111±10.6 kPa. Ultrasound pressure decreases exponentially as the distance between the transducer and hydrophone increases (Fig. 4) . The standard deviation was considerably smaller within experiment done on the same day (less than 5%), and increased when measurements from multiple days were pooled together (up to 15%).
Finite Element Model
The calculated RMS pressure distribution in liquid induced by the transducer is shown in Fig. 2 . In order to compare it to the measured results, we used results from the center of the axial symmetry (Fig. 4) .
The maximum RMS pressure value calculated using the FEM model was at the transducer's boundary and had a value of 127 kPa. Experimental data at this distance was not accessible, due to spatial restrictions of our experimental setup. The first common measurement was therefore done at 1.5 cm from the transducer with a measured value of 111±10.6 kPa and calculated value of 91 kPa.
Both results showed expected exponentially decaying RMS pressure value on the axial center of the transducer. Using nonlinear regression we fitted experimental results and FEM results onto a three parameters exponential decaying curve:
where d is a distance between the transducer and the hydrophone. The regression parameters c 1 , c 2 and c 3 and coefficient of determination R 2 are shown in Table  1 . 
DISCUSSION
Even though a number of investigators have shown that cavitation, as the main mechanism of sonoporation, can more easily be induced by a standing wave than by a progressive wave [26] and [31] , a standing wave is difficult to achieve in clinical settings due to variations of geometries inside the human body [31] .
To increase the possibility of translation of the future results achieved in our in vitro exposure system to in vivo settings, we thus designed experimental system based on progressive wave ultrasound propagation. As expected, the results of our study show that in an experimental system with finite dimensions reflected waves are present. Reflected waves are especially strong if no absorbable material is used. Though reflected waves are weaker than the waves coming directly from the ultrasound transducer, the pressure of the reflected waves in our system represents up to 31% of the pressure of the waves coming directly from the transducer. Reflected ultrasound waves are present in the water bath up to 2 ms after the ultrasound transducer has stopped emitting waves. At this time, ultrasound can travel across the longest dimension of the water bath four times. It is thus very likely that reflections of reflected waves are also present in the water bath. All these reflections are superimposed onto the incident pressure, thus preventing accurate measurements of the incident pressure. If the system is working continuously (cw), stationary waves may also occur and further reduce the accuracy of the incident pressure measurements. In our system, reflections were successfully reduced by lining the walls of the water bath with a special material that absorbs ultrasound. The area of the reflected wave signal was reduced by a factor of 12, thus rendering the reflected waves barely noticeable (Fig. 3b) .
To be able to expose cells to ultrasound in a water bath, we also need to determine spatial distribution of ultrasound waves in the bath. Therefore, we measured ultrasound pressure as a function of distance from the ultrasound transducer during continuous operation, in water bath with walls lined with ultrasound absorber. Measurements were performed at the transducer's central axis and showed an exponential decrease in ultrasound pressure as a function of distance. The standard deviation of the measurements was up to 15%. This is a reasonable value considering we are dealing with a continuous (cw) low frequency ultrasound transducer. We have observed that intraday experiments had much smaller standard deviation of only a few percent. Some of the interday uncertainty can be associated to the positioning error of the hydrophone and the transducer and some to the change of water quality due to internalization of gasses from the air. The cavitation phenomenon could also alter ultrasound pressure in the water, but 120 kPa ultrasound pressure is still considered to be a subcavitational level in a carefully processed water [20] , and thus does not affect the measurements. The results from the FEM model gave a good description of the system's behavior, although the calculated values were slightly smaller than those obtained experimentally. The FEM model results were affected by the model simplifications; mainly by omitting the inner bolt and the mechanical bias generated by the bolt. These were omitted due to a lack of relevant data needed for implementation into the FEM model. Bolt generated mechanical bias is known to increase ultrasound pressure amplitude [28] . Calculated values that do not incorporate mechanical bias thus must be lower than the measured ones. Also, some minor geometry features and a copper plate that serves as the electrical conductor for the PZT element have been omitted. When these limitations are resolved, the model accuracy could be further improved, especially the response at different frequencies.
By achieving good agreement between the hydrophone measurements and FEM model results we can conduct experiments at known ultrasound pressure anywhere in the experimental bath. In such a system, it is possible to expose biological materials to incident ultrasound under known pressure.
CONCLUSIONS
We have developed a system for low-frequency in vitro sonoporation experiments based on progressive ultrasound wave in water bath. It consists of a transducer submerged in a water bath, and bath walls lined by ultrasound absorbing lining. Using a hydrophone, we evaluated ultrasound reflections inside the bath, both with and without acoustic lining on the bath's boundaries. By using a specialized acoustic lining and sufficient size of the water bath, we were able to reduce the reflections to a level where measurements of low-frequency (29.6 kHz) continuous wave ultrasound were made possible. In this regime, we evaluated the spatial characteristics of the system and confirmed them with a finite element model. This experimental system will enable exposure of cells to pre-measured and pre-calculated ultrasound conditions.
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